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Results 

 Given the large number of markers as well as the different specimen types and 

kit types, we present assay performance and type/kit comparisons as the number of 

markers with acceptable or poor performance. Detailed results for each marker, 

including median observed concentrations, % detectability, CVs,  and ICCs separately 

for each kit and specimen type as well as correlations of marker measurements across 

specimen types and kits are presented as supplemental material (Supplemental Tables 

1 and 2). 

Bio-Rad markers 

For the 67 markers measured on Bio-Rad, we initially evaluated CVs as well as 

recoveries on unblinded duplicates across the 7 known standard concentrations used 

for curve-fit. Across the markers, CVs ranged from 4.3% to 27%, with only 2 markers 

(PCT and Ferritin) having CVs > 20%. Likewise, recoveries ranged from 90% to 670%, 

with a majority of markers (49 of 67 markers) having recoveries in the 80%- 120% 

range. 

 Using a criterion of detectable values in greater than 25 of the 100 individuals for 

each specimen type, a high proportion of markers were detectable (56 markers on 

serum, 63 markers on heparin plasma, and 64 markers on EDTA plasma) (Figure 1A 

and Table 1). Likewise, a high proportion of markers had CVs for across-batch 

duplicates less than 20% (51, 52, and 47, respectively, on serum, heparin plasma, and 

EDTA plasma) (Figure 2 A, C, E and Table 1). Additionally, for a majority of markers, 
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within-batch CVs were lower than across-batch CVs on each specimen type (Figure 2 

A, C, E).  

 When the performance across the three specimen types was combined, 45 of 67 

markers had acceptable performance in terms of detectability and across-batch CVs 

(Table 1). Markers with poor performance (< 25% detection on at least one specimen 

type or across-batch CVs > 20% on at least 2 specimen types) included: B-NGF, GM-

CSF, G-CSF, IFNA2, IL-1A, IL-1B, IL-2, IL-3, IL-4, IL-5, IL-7, IL-10, IL-12 p40, IL-12 

p70, IL-13, IL-15, IL-17, LIF, MCP-3, MIP-1A, TNFB, and TPA (Table 2). Across the four 

panels, 12 of 27 markers on cytokine panel 1, 13 of 21 markers on cytokine panel 2, 8 

of 9 markers on the acute-phase panel, and all 12 markers on the diabetes panel had 

acceptable performance. 

 On all three specimen types, ICCs for across-batch duplicates ranged from 0.31 

to 0.99, with 23 markers on serum, 22 on heparin plasma, and 10 on EDTA plasma 

having ICCs greater than 0.8 (Table 1). 

Millipore markers 

 Across the 97 Millipore markers, CVs for the 7 standard concentrations ranged 

from 3.4% to 14.7% and recoveries ranged from 72% to 319%. A majority of markers 

(82 of 97 markers) had recoveries in the 80%-120% range.  

 On serum, heparin plasma, and EDTA plasma samples, 89 markers each had 

detectable concentrations in greater than 25% of the 100 individuals (Table 1 and 

Figure 1B). A high proportion of markers (75 on serum, 69 on heparin plasma, and 78 
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on EDTA plasma) had across-batch CVs < 20% (Table 1 and Figure 2 B, D, F). Similar 

to the Bio-Rad results, on each specimen type, within-batch CVs were generally less 

than across-batch CVs. 

 Combining detectability and across-batch CVs for the 3 specimen types, 71 of 97 

markers had acceptable performance (Table 1). Markers with poor performance (< 25% 

detection on at least one specimen type or across-batch CVs > 20% on at least 2 

specimen types) included: Eotaxin-3, Ghrelin, GM-CSF, IL-1B, IL-1 RA, IL-2, IL-3, IL-4, 

IL-5, IL-6, IL-7, IL-9, IL-10, IL-12 p70, Il-13, IL-15, IL-17, IL-20, IL-21, IL-23, IL-28A, I-

309, M-CSF, TGF-A, TNF-B, and CXCL1 (Table 2). Across the different Millipore 

panels, 22 of 39 markers on cytokine panel 1, 17 of 23 markers on cytokine panel 2, 7 

of 9 markers on cytokine panel 3, 9 of 10 markers on the metabolic panel, and all 3 

markers on the acute-phase and all 13 markers soluble receptors panel had acceptable 

performance. 

 ICCs for across-batch duplicates ranged from 0.08-0.99, with 53, 53, and 61 

markers on serum, heparin plasma, and EDTA plasma, respectively, having ICCs 

greater than 0.8 (Table 1).  

Comparison of assay performance across specimen types and kits 

 We conducted comparisons of assay performance across the 3 specimen types 

and 2 kits for markers with acceptable performance (Table 3; 45 Bio-Rad markers, 71 

Millipore markers, and 23 markers measured on both Bio-Rad and Millipore). On both 

Bio-Rad and Millipore, a majority of markers had similar % detectability for T0 serum vs. 
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T0 heparin plasma as well as for T3 EDTA plasma vs. T3 heparin plasma. In contrast, 

for both Bio-Rad and Millipore, for a considerable number of markers, median cytokine 

concentrations differed between T0 serum vs. T0 heparin plasma and between T3 

EDTA plasma vs. T3 heparin plasma (Table 3).  

For 45 Bio-Rad markers with acceptable performance (Figure 3A), correlation 

coefficients between T0 serum and T0 heparin plasma were < 0.5 for 33 markers, 0.5-

0.75 for 9 markers and ≥0.75 for 3 markers. For 71 Millipore markers with acceptable 

performance (Figure 3B), correlation coefficients between T0 serum and T0 heparin 

plasma were <0.5 for 25 markers, 0.5-0.75 for 31 markers, and ≥0.75 for 15 markers. In 

variance components analyses, <10% difference in ICCs between T0 serum and T0 

heparin plasma was observed for 16 of 39 evaluable Bio-Rad markers with acceptable 

performance and for 35 of 67 evaluable Millipore markers with acceptable performance 

(Figure 4 A and B).  

Across the three specimen types, % detectability and median concentrations 

were significantly different between Bio-Rad and Millipore for a majority of the 23 

markers with acceptable performance. Likewise, for all three specimen types (Figure 3 

C and D), correlation coefficients between Bio-Rad and Millipore were low (for T0 

serum: <0.5 for 12 markers, 0.5-0.75 for 7 markers, and ≥0.75 for 4 markers; for T0 

heparin plasma: <0.5 for 14 markers, 0.5-0.75 for 7 markers, and ≥0.75 for 2 markers; 

for T3 EDTA plasma: <0.5 for 15 markers, 0.5-0.75 for 4 markers, and ≥0.75 for 4 

markers). In variance components analyses, ICCs differed between Bio-Rad and 

Millipore for a majority of markers (of 23 acceptable markers on both kits, 7 of 20 
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evaluable markers on T0 serum, 8 of 21 evaluable markers on T0 heparin plasma, and 

7 of 19 evaluable markers on T3 EDTA plasma had < 10% difference in ICCs) (Figure 4 

C and D).  

Discussion  

In this large methodologic study, we show that a majority of multiplexed inflammation, 

immune, and metabolic markers can be measured reliably in serum and plasma 

specimens, as evidenced by low CVs and high ICCs, on both Bio-Rad and Millipore. 

Median analyte concentrations and ICCs differed to a small extent across specimen 

types and to a large extent between Bio-Rad and Millipore. Likewise, correlations in 

analyte levels were moderate to high across specimen types, but were low between the 

2 commercial kits.  

 Our results underscore the utility of multiplexed technologies for large-scale 

investigations into the role of inflammation and immune dysregulation in the etiology of 

cancer and other diseases. Notably, the 45 markers on Bio-Rad and 71 markers on 

Millipore with good detectability and reproducibility include several components of the 

inflammation and immune response such as pro-inflammatory markers (e.g. IL-8, TNF-

A, IFN-G, GRO), anti-inflammatory markers (e.g. IL-16), acute-phase proteins (e.g. 

CRP, serum amyloid A [SAA]), and growth and angiogenesis factors (e.g. FGF, VEGF). 

Reliable detection of these markers in serum and plasma samples provides the 

opportunity to comprehensively evaluate the role of immunity and inflammation in 

cancer etiology in cohort and case-control studies. Furthermore, the redundant and 

pleiotropic nature of most inflammation markers provides the opportunity to evaluate the 
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association of groups of markers (defined through principal components or factor 

analyses) with cancer risk (9).   

 Despite the large number of markers with acceptable performance, classic Th1-

type markers such as IL-2, IL-12, and IL-15 and Th2-type markers such as IL-4, IL-10, 

and IL-13 had a low proportion of samples with detectable levels, unacceptably high 

CVs, or low ICCs. Notably, a majority of these markers were included in panels with 

higher numbers of markers, and we found that assay performance decreased with 

increasing number of markers on a panel. For example, 17 markers (43%) on Millipore’s 

39-plex panel and 15 markers (55%) on Bio-Rad’s 27-plex panel had poor detectability 

and/or reproducibility. Because markers such as IL-2 and IL-10 from the same vendors 

had acceptable performance on previous studies which simultaneously measured a 

limited number of markers (9;17), it is likely that interference from other markers 

affected the performance of these markers. 

 Measurement of circulating inflammation markers is potentially sensitive to 

several factors such as specimen types, sample handling, and processing methods 

(18;19). Previous studies have reported that marker measurements are not 

interchangeable between serum and plasma samples (9), and these differences are 

believed to arise from factors such as degradation of markers during the process of 

clotting and degranulation of granulocytes (9). Consistent with these studies, we found 

that on both Bio-Rad and Millipore, for a considerable number of markers, median 

analyte concentrations and ICCs differed between serum vs. heparin plasma and EDTA 

plasma vs. heparin plasma. Additionally, irrespective of the specimen type, for a 
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majority of markers, % detectability, median concentrations, and ICCs differed between 

Bio-Rad and Millipore. Therefore, our observations indicate that results from different 

studies utilizing different specimen types and different multiplexed kits may not be 

directly comparable (20). 

 Circulating levels of inflammation, immune, and metabolic markers are also 

influenced by several demographic and behavioral characteristics such as age, sex, 

race, smoking, body mass index, and diet (21). Therefore, in separate studies, we are 

currently evaluating predictors of an inflammatory response for single markers as well 

as empirical groupings of markers, and the temporal stability of markers with acceptable 

performance. The temporal stability of circulating markers is largely unknown, and 

single time-point measurements in prospective cohort studies could bias results to the 

null for unstable markers (22). 

 Our study has several strengths, including the standardized collection, 

processing, and storage of specimens in the PLCO study (16) and comprehensive 

evaluation of over 100 multiplexed markers on different specimen types. We also note 

the limitations of our study. Importantly, our study focused on reliability, but not validity, 

of marker measurements. Nevertheless, previous studies comparing the performance of 

multiplexed marker measurements with ELISA assays show high validity (13-15). 

Finally, we defined less than 25% detectability as poor performance, in part, because 

samples with low detection levels are generally accompanied by unacceptably high CVs 

and low ICCs. However, we note the possibility that some markers could be expressed 

only in disease conditions and therefore could be informative for disease associations. 
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 In conclusion, our key observation was that Bio-Rad and Millipore multiplexed 

markers are broadly reproducible and can therefore be utilized for large-scale 

epidemiologic studies. Our results highlight the opportunity to comprehensively evaluate 

the role of a large number of circulating inflammatory markers representative of a range 

of immune-related processes and pathways in cancer etiology and prognosis. 

on May 7, 2021. © 2011 American Association for Cancer Research. cebp.aacrjournals.org Downloaded from 

Author manuscripts have been peer reviewed and accepted for publication but have not yet been edited. 
Author Manuscript Published OnlineFirst on June 29, 2011; DOI: 10.1158/1055-9965.EPI-11-0221 

http://cebp.aacrjournals.org/


17 

 

Figure legends 

Figure 1: Figure 1 shows the proportion of samples with detectable levels for 67 

markers on Bio-Rad (panel A) and 97 markers on Millipore (Panel B) across three 

specimen types—serum (open circles), heparin plasma (filled circles), and EDTA 

plasma (open squares). 

Figure 2: Figures 2 shows the coefficient of variation (CV) for 40 blinded duplicates, 20 

placed within the same batch and 20 placed across different batches. Results are 

shown separately for 67 Bio-Rad markers (panels A, C, and E) and 97 Millipore markers 

(panels B, D, and F) across three specimen types—serum, heparin plasma, and EDTA 

plasma. 

Figure 3: Spearman’s correlation coefficients are shown for comparisons of the rank 

order of marker concentrations between T0 serum and T0 heparin plasma on Bio-Rad 

(panel A) and on Millipore (panel B). Comparisons between Bio-Rad and Millipore for T0 

serum (panel C) and T0 heparin plasma (panel D) are also shown. T0 denotes baseline 

visit in the PLCO study. 

Figure 4: Differences in intraclass correlations coefficients between T0 heparin plasma 

vs. T0 Serum for Bio-Rad (panel A) and for Millipore (panel B). Differences in ICCs 

between Millipore vs. Bio-Rad for T0 serum (panel C) and T0 heparin plasma (panel D) 

are also shown. ICCs were estimated using variance components analyses. 
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Table 1: Summary of results for evaluation of multiplexed inflammation marker assays 

 Bio-Rad 
number of markers 

(%) 

Millipore 
number of markers (%) 

Total  
 

67 (100.0) 97 (100.0) 

Markers with > 25% detection  
   Serum 
   Heparin plasma 
   EDTA plasma 
    

 
56 (83.5) 
63 (94.0) 
64 (95.5) 

 
 

 
89 (91.7) 
89 (91.7) 
89 (91.7) 

Markers with < 20% CV for across-batch 
duplicates a 

   Serum 
   Heparin plasma 
   EDTA plasma 
 

 
 

51 (76.2) 
52 (77.6) 
47 (70.1) 

 
 

75 (77.3) 
69 (71.1) 
78 (80.4) 

ICCs for across-batch duplicates 
 
   Serum   
     <0.50 
     0.50-0.80 
     0.80-0.90 
     ≥ 0.90 
 
   Heparin plasma  
     <0.50 
     0.50-0.80 
     0.80-0.90 
     ≥ 0.90 
 
   EDTA plasma   
     <0.50 
     0.50-0.80 
     0.80-0.90 
     ≥ 0.90 
    

 
 
 

6 (8.9) 
29 (43.3) 
12 (17.9) 
11 (16.4) 

 
 

3 (4.5) 
38 (56.7) 
15 (22.3) 
7 (10.4) 

 
 

5 (7.5) 
49 (73.1) 

5 (7.5) 
5 (7.5) 

 
 
 

5 (5.1) 
32 (33.0) 
19 (19.5) 
34 (35.1) 

 
 

9 (9.3) 
31 (31.9) 
25 (25.8) 
28 (28.9) 

 
 

7 (7.2) 
25 (25.8) 
24 (24.7) 
37 (38.1) 

Markers with acceptable performance b

 
45 (67.2) 71 (73.2) 

 

Abbreviations: CV= coefficient of variation; ICC=intraclass correlation coefficient. 
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a CVs and ICCs were calculated for 20 blinded duplicate samples for each specimen type that 
were placed across different batches. 

b Acceptable performance was defined as: 1) being detectable in greater than 25% of the 100 
samples on all three specimen types and 2) across-batch CVs of <20% for blinded duplicates 
placed on at least 2 of the three specimen types. 
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Table 2: Summary of performance of multiplexed markers on Bio-Rad and Millipore 

 

Millipore markers 
with < 25% 
detectability b 

 
EOTAXIN_3 
GHRELIN 
 IL_20 
 IL_21 
 IL_28A 
 IL_3 
 IL_4 
 IL_5 
 M_CSF 
 XCL1_LYMPHO 
 

Millipore markers 
with >20% CV c 

 

GM_CSF           
 IL_10            
 IL_12P70         
 IL_13            
 IL_15            
 IL_17            
 IL_1B            
 IL_1RA           
 IL_2             
 IL_21            
 IL_23            
 IL_28A           
 IL_3             
 IL_4             
 IL_5             
 IL_6_1           
 IL_7             
 IL_9             
 I_309            
 M_CSF            
 TGFA             
 TNFB             
 XCL1_LYMPHO

      

 

 

Millipore 
markers with 
acceptable 
performance a 

 MIP_1D 
 PP 
 PYY 
 SAA 
 SAP 
 SCD30 
 SCD40L 
 SCF 
 SDF_1A 
 SEGFR 
 SGP130 
 SILRII 
 SIL_1RI 
 SIL_2RA 
 SIL_4R 
 SIL_6R 
 SRAGE 
 STNFRI 
 STNFRII 
 SVEGFR1 
 SVEGFR2 
 SVEGFR3 
 TARC 
 TNF-A 
 TPO 
 TRAIL 
 TSLP 
 VEGF 
   

Millipore 
markers with 
acceptable 
performance 

 AMYLIN_TOTAL 
 BCA_1 
 CCL19_MIP3B 
 CCL20_MIP3A 
 CKINE 
 CRP 
 CTACK 
 CXCL11_I_TAC 
 CXCL6_GCP2 
 CXCL9_MIG 
 C_PEPTIDE 
 EGF 
 ENA_78 
 EOTAXIN 
 EOTAXIN_2 
 FGF_BASIC 
 FIT_3_LIGAND 
 FRACTALKINE 
 GIP 
 GLP_1 
 GLUCAGON 
 GRO 
 G_CSF 
 IFNA2 
 IFNG 
 IL_11 
 IL_12P40 
 IL_16 
 IL_1A 
 IL_29_IFNG1 
 IL_33 
 IL_8 
 INSULIN 
 IP_10 
 LEPTIN 
 LIF 
 MCP_1 
 MCP_2 
 MCP_3 
 MCP_4 
 MDC 
 MIP_1A 
 MIP_1B 

 

   

Bio-Rad 
markers with 
<25% 
detectability b 

 B_NGF 
 GM_CSF 
 IFNA2 
 IL_12P40 
 IL_15 
 IL_1A 
 IL_2 
 IL_3 
 LIF 
 MCP_3 
 TNFB 

Bio-Rad 
markers with 
>20% CV c 

B_NGF       
GM_CSF      
G_CSF       
IL_10       
IL_12P70    
IL_13       
IL_15       
IL_17       
IL_1A       
IL_1B       
IL_2        
IL_4        
IL_5        
IL_7        
LIF         
MCP_3       
MIP_1A      
TNFB        
TPA  
 

 

   

Bio-Rad 
markers with 
acceptable 
performance a 

 A2M                 
 CRP 
 CTACK 
 C_PEPTIDE 
 EOTAXIN 
 FERRITIN 
 FGF_BASIC 
 FIBRINOGEN 
 GHRELIN 
 GIP 
 GLP_1 
 GLUCAGON 
 GRO 
 HAPTOGLOBIN 
 HGF 
 IFNG 
 IL_16 
 IL_18 
 IL_1RA 
 IL_2RA 
 IL_6 
 IL_8 
 IL_9 
 INSULIN 
 IP_10 
 LEPTIN 
 MCP_1MC 
 MIF 
 MIG 
 MIP_1B 
 M_CSF 
 PAI_1 
 PCT 
 PDGF_BB 
 RANTES 
 RESISTIN 
 SAA 
 SAP 
 SCF 
 SCGF_B 
 SDF_1A 
 TNFA 
 TRAIL 
 VEGF 
 VISFATIN 
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a Acceptable performance was defined as: 1) being detectable in greater than 25% of the 100 
samples on all three specimen types and 2) across-batch CVs of <20% for blinded duplicates 
placed on at least 2 of the three specimen types. 

b Markers with <25% detectability on at least one of three (serum, heparin plasma, and EDTA 
plasma) specimen types. 

c Markers with coefficients of variation (CVs) for across-batch duplicates >20% on 2 or more of 3 
specimen types. CVs were calculated for 20 blinded duplicate samples for each specimen type 
that were placed across different batches. 
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Table 3: Comparison of assay performance across specimen types and kits a 

Comparison % Detectability 
# of markers b 

Median 
concentration 
# of markers c 

Bio-Rad (45 markers)   
T0 serum vs. T0 heparin plasma 
   Significantly higher in serum  

   Significantly higher in plasma 
   Similar 
   Not Evaluable d 

 

 
7 
10 
21 
7 

 
16 
19 
10 

T3 EDTA plasma vs. T3 heparin plasma 
   Significantly higher in EDTA 
   Significantly higher in heparin 
   Similar 
   Not Evaluable 
 

 
2 
2 
32 
9 

 
7  
12 
26 
 

Millipore (71 markers)   
T0 serum vs. T0 heparin plasma 
   Significantly higher in serum 
   Significantly higher in plasma 
   Similar 
   Not Evaluable 
 

 
4 
5 
51 
11 

 
18 
13 
40 

T3 EDTA plasma vs. T3 heparin plasma 
   Significantly higher in EDTA 
   Significantly higher in heparin 
   Similar 
   Not Evaluable 
 

 
5 
1 
49 
16 

 
3 
30 
38 

Bio-Rad vs. Millipore (23 markers) 
 

  

   T0 Serum 
     Significantly higher in Bio-Rad 
     Significantly higher in Millipore 
     Similar 
     Not Evaluable 

 
2 
2 
10 
9 

 
15 
7 
1 

   T0 heparin plasma 
     Significantly higher in Bio-Rad 
     Significantly higher in Millipore 
     Similar 
     Not Evaluable 

 
4 
4 
6 
9 

 
16 
7 
0 

   T3 EDTA plasma 
     Significantly higher in Bio-Rad 
     Significantly higher in Millipore 
     Similar 
     Not Evaluable 

 
3 
3 
7 
10 

 
15 
8 
0 
 

 a Comparisons were restricted to markers with acceptable performance—45 Bio-Rad markers, 
71 Millipore markers, and 23 markers measured using both kits. 

b Comparisons of % detectability across specimen types and kits were performed using the 
McNemar’s test. 
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c Comparisons of median observed concentrations across specimen types and kits were 
performed using the Wilcoxon signed-rank test. Observations below the assay’s lower limit were 
excluded. 

d McNemar’s p-value could not be evaluated because one of the groups had 100% detectability. 
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